[The determination of C-reactive protein by an immunoenzyme method].
The developed enzyme immunoassay of C-reactive protein is based on the use of a plane modified by a phosphorylcholine derivative lisolecithin. The method is highly sensitive (5-8 ng / ml), well reproducible; the correlation coefficients in measurements of blood serum C-reactive protein are compatible to results obtained by rocket immunoelectrophoresis and capillary precipitation: 0.94-0.98 and 0.88-0.95, respectively.